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Table 1
Frydman Ultrasoft Edwards Wallace
(non-echogenic or echogenic)
Catheter . Catheter P value
Patients <30 to 240 Patients <30 to 240
Number of patients <30 to >40 _ B
Total (n) = 1492 N=552 N=900
Average Number of
Embryos Transferred 2.98 2.95
Clinical Pregnancies (%) 29% 28% 0.9000
Implantation Rate (%) 17% 13% L

The P value was determined by the Chi-square Test (with Yate's correction applied where appropriate).

Figure 1 - Clinical Pregnancy Comparison for Patients < 30 to > 40
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* Table 1 and Figures 1 and 2, represent the results of the comparison study of the Frydman Ultrasoft
(non-echogenic or echogenic) to the Edwards Wallace Catheter when the patients > 40 are included with the data.
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