


SpermMorph

"Strict Morphology” Pre-Stained Human Sperm
Quality Control Microscope Siides for Manual Application

QC Protocol

Equipment Needed: 1000x light microscope with oil and micrometer.

Set Includes: Slide 1: Fertile; > 14% normal forms (normal pattern)
Slide 2: Subfertile; 5 - 14% normal forms (g-pattern)
Slide 3: Subfertile; O - 4% normal forms, proven failed fertilization (pattern)

Per request, non-labeled slides may be purchased for blind surveys.

Protocol: Performing QC in your laboratory is extremely important because it improves
precision and accuracy which translates into improved clinical results.” A
minimal 100 cells (100-200) are required for complete analysis with results
expressed using “Tygerberg Strict Criteria.” Low variability per slide exists with inter-
technician (0.86 c.c) and intra-technician (0.96 c.c.) using the “Spearman Rank
Correlation Coefficient.”

(c.c. = Correlation Coefficient)

Strict Criteria for a Normal Sperm Cell*”

Length: 4 - 5.5 microns’
Width: 2.5 - 3.5 microns®
Shape: Smooth Oval (acorn)™®
Acrosome: 40 - 70% of head™®
Midpiece: 6 - 10 microns

Tail: +/- 45 microns
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Other Criteria: Slightly amorphous (borderline) forms = abnormal
No severe neck, midpiece or tail defects are allowed
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